CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

A

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

Vb -005005 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined in A, A.C. R9-14-404.4 3.
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: _Z/p /05 Call__4:OFS AC Cal2_4.0F5 AC

Date: #L20/0% Call &- 050 AC Cal2 g}.ﬂ?—% AC

Date: A A Cal 1 AC Cal2 AC
Between the dates of RO and Yoo,/ 05—

the instrument was operating properly and accurately,

The instrument was taken out of service for repair on S A

The instrument was returned to service on N A

Irene Doran

20 /OS5
ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before me this &40 , day of

Prals Ape. 200 .
i OpFICIAL SEAL =
| AT A. KINNEY :
B poT ARY PUBLIC-ARIZONA Haths, A Mmoo
\ABEE oA COUNTY
(o /My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certifiad duplicate of the
information contained in computar storage devices of the Tucson Police Deparmment.




THIS REFPORT PBREPARED PURSU I TQ DUTY IMPOSED BY
ALALCY Hﬁ—i4—€ﬁJiE?

STANDARD QUALITY A
ITNTOXTILYZER MO

AGENCY ~ Tucson Polige QA SPECIALIST .Z:(‘f’ﬂf %r“dr‘] ‘f&:_-};-_%/
(Print Mame] -

INTOXTLYZER SERIAL ¢ (6DOSDOS wocatron Xy T HO
DATE ﬁ;p,-’ff ol M 20ns  TIME (9 33 r

t/ ; " -
_ Display reads “READY TO START" or “BUSH BUTTON TO 5START
e TEST. "~
DIAGNGSTIC TESTS
S DVM Test check. Satting should be between .200 and
L800.. Mode selection switch §2 on, Si and S3 off or
keyboard.menu selection "H". Reading is _12&523
y//f Display Test check. Mode selection switch S1 on an 52
antd 53 off or Keyboard menu selsction “y¥.
u/f Printer Test check. Mode selection swikteh 81, 52y =53
off or keyboard ménu selection “p*
v/‘ Clock time check. Mode selecticn switch 510 on or
keyvboard menu selection “B5*.
J/ Date check. Mode sslection switeh 511 on or keyboard
menw sslegrtien MEN:
CEERATILONAL TESTS
., ABlcohol free subject Test result 0. 020 AC

V Error recognition logic system functioning
Invalid test printed

// Progper sample recognicion syste
Invalid sample printed VJB
Deficient sample [;::l]:iIWLT:E:‘.'.'l"'”jr

M/A _ Completsness of sample purge with collection tube**
Calibratien standard 0. pgD AC
Results: 0. AC & 0.0F9A4C
Instrument operating properly and accurs ataly. ¥YES b’/hﬂ
COMMENTS 2

P |
SIGNATURE m ’@M

0. M/A alcohol concentration standard collected for subseguent
analysis.*®*

*WITHE OR WITHOUT VAFOR RECIRCULATION AWND WITE QR WITHOUOT EETBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEITNG USED FOR o
SAMPLE CRAPTURE.

CHS/DSLEForm CLIT (Rev. 7-23)

Pursuani to seciion 28-1327, Anizona Revised Starutes, this document is a centified duplicatz of the information contained in compurer
storage devicss of the Tucsgn Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutss, this document is 2 cenified duplicare of the information contained in compurer

storge devicss of the Tusson Police Depantment.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cartified duplicare of the information contained in compulter

storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stanaes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Deparment.




N
EXHIBET P
THIL REPORT PREPARED PU P‘:‘UF"'T TO DUTY IMBGSED BY
A.AR.C. RS-14-40418)
ABRTZ0ONA DEPARTMENT OF HEALTH SERVICES
STAMDARD QUALITY ASSURANCE PREOCEDURES
NTOXILYZER MODEL 5000+
STANDARD CALIBEATION CHECE PROCEDURE @'\
Agency Tucson Police Department Date WR&;"’QT Time LOF33
Intoxilyzer Serial ¢ é?é—'QDSZ,}_{_)S_ Location  Pes D D
QA Spacialist Lrene Dora # Y23/

{Brint Nams)

\

Pour a_Standard aleohsl solutieon of kKpown walue into a
clean dry simulator jar and assemble the simulator.
Insure that a8 tight sezl has besen made.
Standard value: 0.0FP AC

(h//j 2 Turn on ths simulator and alleow ths temperature ©o
reach 34°C+.2°C.

fo/] 3 Set Intoxilyzer mode selection ino the ACE mode by
switeching mede s2lection switeh 39 omer salecting ™cf
on kayboard menu.

ip/r} &, Atrtach simulator to the simulator entrance porct on the
T'ntoxilyzer.

tV/L{ 3, Intoxilyzer 5080 display reads “REEADY TO START" or

“PUOSH BUTTON".

{ V{d 6. -Push S5tart Test button or press enter on keyboard.

[hfL( 7. Insert card 1n respense to display:.

[w’u{ 8. BAir blank completed.

[ufpr 5. Calibration check completed.
Test rcesults 0. DEP o §. 079 RC

ﬂvﬁdf 10. &ir blank complatad.

(v 11. When display reads Test Complets removes svidence card.
Bttach the card to the completed checklist.

{ ) 12. RBeturn mode selection switch $#9% te off position aftex
2ll calibraticon chscks are completce or type Q and enter

on teyboard,
STGNATURE &Ma_\,_\
2 e—

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYEOQARD

DHS/DSLS/Form Clle ([RBev. 7-83)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certilied duplicate of the information sontained in computer
storage devices of the Tueson Police Depanment.
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Pursuant 1o section 28-1327, Arizona Revised Statutes, this'document is a certiffed duplicate of the information contained in computer

storage devices of the Tucson Polios Deparmment.




